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INTRODUCTION
The heart is considered the most important organ of our body that controls the circulation of blood throughout the body. Understanding how it works was a meaningful field of study since many years ago. As technology develops, measured heartbeat signals can be further analyzed in order to know the health condition of a person. This measured signal is called Electrocardiogram (ECG) that is a heart signal which represents the electrical activity [1] which in turn represents the physiology and statistical properties of the signal that change over time.
The challenge of ECG signal measurement and analysis is how to remove the noises imposed on the signal that is interfered from many different sources. The main noise sources in ECG signal measurement are sensor devices, power line interference, muscle activity, and body movements. The corruption of noises in the ECG signal may affect its amplitude and frequency and may cause problems to detect the actual abnormality. When the noise source is accurately described and understood, the filtering technique will be better and efficient to be designed in noise removal while maintaining the main information or original signal uncorrupted or affected, and the accuracy of the signal can be increased.
Discrete Wavelet Transform (DWT) has such developed forms, Double Density Discrete Wavelet Transform (DDDWT), Dual Tree Discrete Wavelet Transform (DTDWT) and Double Density Dual Tree Discrete Wavelet Transform (DDDTDWT) techniques [2] can be implemented to reduce the noises in ECG signal. Another method is by estimating ECG signal using adaptive method for denoising using widrow hoff LMS algorithm [3] , and preconditioned versions NLMS and TDLMS algorithms [4] . DWT can also be implemented by Digital Signal Processing (DSP) module or using Field Programmable Gate Array (FPGA) embedded system module for analyzing, designing and evaluating a pre-processing stage of ECG signal [5] . The DWT has more advantages in signal denoising process because it can analyze the signals in time domain and in frequency domain as well, and can analyze signals in different structures, and also capable of analyzing certain features of input data than other analysis methods that might be inaccurate. This paper explores wavelet transform to reduce the noise imposed on the ECG signal to get a closely actual heart signal. ECG data used in this research are digitized recorded ECG data obtained from MIT-BIH (MIT and Beth Israel Hospital Medical Centre) Arrhythmia Database. Since most of ECG data recorded from MIT-BIH are in good condition, we need to disrupt the ECG data to become noisy ECG signal. A common way to generate noisy signal from its original is by adding WGN [6] into the original EKG signal. WGN does not represent the real noise appearing in ECG signal measurement, but any noise signal can be used to see performance of DWT in signal denoising process. The next process is extracting the original signal from the noisy ECG signal using DWT. Some DWT's parameters [7] such as wavelet family, threshold and types are varied to get the best denoised output signal. Then the results are compared.
II.
SYSTEM DESIGN ECG signal denoising is developed using Matlab software which has provided some toolbox of wavelet transform function. The following Figure 1 shows the block diagram of ECG signal denoising process. The methodology of ECG signal denoising consists of these following sections:
A. Data Input ECG data used in this research are the recording data that were digitized and had amplitude over 10 mV range. Most of ECG data were recorded in data format ".dat", therefore they should be converted into the format which is appropriated with the system requirements. The system is developed using Matlab software, and it will process the input data in "double" data formatted. In this paper, we use three different original and digitized ECG recorded signals from MIT-BIH, there are: aami3a.dat, aami4a.dat, and aami4b.dat. The differences between aami3a.dat, aami4a.dat and aami4b.dat lie in the waveform, since it is taken from three different subject sources and time.
B. Signal Preprocessing
Most of ECG data recorded from MIT-BIH are in good condition. Therefore, they need to be disrupted by noise to perform signal denoising process. WGN is imposed to the original ECG signals to become noisy ECG signals.
C. Discrete Wavelet Transform
The noisy ECG signals are extracted using DWT algorithm. Some wavelet parameters are varied to get the best denoised output signals. The performance of DWTs are compared by applying different wavelet parameters, such as type of wavelet families, wavelet threshold methods, and type of thresholds [8] . Figure 2 shows the waveform component of ECG signal which the most striking waveform is QRS complex with the wave peak is shown by R wave. This waveform may be disrupted by such noises that cause the strongest ECG waveform remains unclear [9] . Wavelet transform is very useful in studying such types of signals. It can analyze the signal in time domain and in frequency domain and it can extract information of the signal in high frequency and low frequency components. This paper implements some wavelet families such as daubechies, symlets, and meyer to analyze which type of wavelet will obtain the best signal denoising result. Selection of wavelet families are based on their wavelet basis shapes and functions applied for denoising of the ECG signals that retaining the waveforms which are closed to their full amplitude.
Block diagram of ECG signal denoising using DWT is given in Figure 3 . The DWT signal denoising consists of three important procedures, namely : signal decomposition, DWT coefficients thresholding, and reconstruction of denoised signal. The steps of ECG signal denoising can be described as follow [10] : 1) Transform the noisy ECG signal to wavelet domain to find DWT coefficients up to N, a level that is determined by user.
2) Apply thresholding that is varied based on types and rules to obtain the estimated wavelet coefficients that are calculated from 1 to N.
3) Synthesize the ECG signal using the coefficient values from 1 to N and do signal reconstruction. In DWT process, the ECG signal is passed through a high pass and a low pass filter. This process is sequenced as much as N decomposition level which is determined by user. For each decomposition level, the high pass filter produces the approximations coefficient in the wavelet function, while the low pass filter represents the scaling function. The details coefficient and the scale is changed by either up sampling or down sampling by 2.
Each wavelet family used in this system are Daubechies family db4, db5, db6, and db7, Symlets family sym5, sym6, sym7, sym8, and Meyer wavelet. The thresholding method used in this paper can be either soft or hard depending on the performance of the denoising results. In hard thresholding, the signals that have values smaller than δ will be dropped to zero. Soft thresholding change the signals to zero when they are smaller than δ, and also subtracts δ from the values that are larger than δ. Rules determined in the threshold are [7] : • Rigrsure, a soft threshold evaluator based on (SURF) Stein's Unbiased Risk Estimate.
• Heursure, a combination of rigrsure and sqtwolog rules.
• Sqtwolog, a fixed threshold form which is calculated by universal threshod.
• Minimax, a fixed threshold form that obtain the minimax performance for other parameters.
D. Performance Measurements
The performance of DWT denoising processes are measured by analyzing the Signal to Noise Ratio (SNR) of the output signals. Basically SNR is an engineering term for the power ratio between a signal and noise. Wavelet type, threshold method and type selection will vary the value of signal's SNR. The bigger SNR is measured, the better DWT's parameter is selected. The SNR calculation is expressed in terms of the logarithmic decibel scale [10] as shown in Equation (1).
(1) Here, SNR is signal to noise ratio, where r(x) is original signal; t(x) is denoised signal; and x is number of samples in the signals.
III. DESIGN IMPLEMENTATION AND ANALYSIS
The following Figure 4 , Figure 5 and Figure 6 show the ECG signals of aami3a.dat, aami4a.dat, and aami4b.dat, respectively, with 10000 sampled of signals length which are used as the input of system. The next step is disrupting the original ECG signals by noises. In this case, the WGN is applied to disrupt the original signal. One of ECG signals is zoomed in to see the effect of WGN signal after applied to the original ECG signal. See Figure 7 , the aami3a.dat data are then disrupted by 1W WGN signal to generate noisy signal as input of the system. After noisy ECG signals are generated, the DWT is applied to all ECG signals for denoising process. There are 5 parameters should be set to get the best DWT performance for ECG signal denoising, such as : threshold selection rule (rigrsure, heursure, sqtwolog, minimaxi), soft or hard thresholding, multiplicative thresholding rescaling (rescaling process depend on the estimation level of the noise), decomposition level, and desired orthogonal wavelet family. Wavelet family used in this DWT are Daubechies (db4, db5, db6, db7), Symlets (sym5, sym6, sym7, sym8), and Meyer. In this research, decomposition level is set to 3 for every different parameter. This level is chosen to 3 based on the effectiveness of the process. The following Figure 8 shows one capture of noisy signal of aami3a.dat, the waveform of denoised signal with rigrsure soft threshold and its residual signal, and the waveform of denoised signal with rigrsure hard threshold with its residual signal, in one example of DWT's parameter setting with sym5 wavelet family. Figure 9 shows the noisy signal of aami4a.dat, the waveform of denoised signal with rigrsure soft threshold and its residual signal, and the waveform of denoised signal with rigrsure hard threshold with its residual signal, in one example of DWT's parameter setting with sym5 wavelet family. Figure 10 shows the noisy signal of aami4b.dat, the waveform of denoised signal with rigrsure soft threshold and its residual signal, and the waveform of denoised signal with rigrsure hard threshold with its residual signal, in one example of DWT's parameter setting with sym5 wavelet family. All results are recorded to see which DWT parameter can give the best denoising process. Table 1 shows the values of SNR (dB) of Wavelet Thresholding that are performed on ECG data aami3a .dat from MIT-BIH. The best performance is shown by symlets 5 with soft threshold in rigrsure threshold technique with decomposition level = 3, and SNR = 22.7278. Table 2 shows the values of SNR (dB) of Wavelet Thresholding that are performed on E CG data aami4a .dat from MIT-BIH. The best performance is shown by symlets 7 with soft threshold in rigrsure threshold technique with decomposition level = 3, and SNR = 15.5300. Table 3 shows the values of SNR (dB) of Wavelet Thresholding that are performed on ECG data aami4b .dat from MIT-BIH. The best performance is shown by symlets 5 with soft threshold in rigrsure threshold technique with decomposition level = 3, and SNR = 6.3716. The DWT system for ECG signal denoising is developed using Matlab. As a future development, if it needs to be applied in real time case, it should be developed in other programming language, and implemented in embedded hardware system i.e. FPGA board.
CONCLUSION
Based on wavelet signal denoising implementation to three different ECG signals and comparison of their SNR values that are obtained from signal denosing using Daubechies, Symlets and Meyer family wavelet, it can be concluded that the hard threshold did not give good denoising performance. The best denoising results of aami3a.dat anad aami4b.dat are obtained by symlets 5 with soft threshold in rigrsure threshold. In the experiment of aami4a.dat shows that the best denoising result is obtained by symlets 7 w ith soft threshold in rigrsure threshold. Therefore, by analyzing the results, the best DWT parameter for ECG signal denoising is obtained obviously by Symlet wavelet family when the decomposition level is set to 3, with soft thresholding, in rigrsure thresholding rule.
